Abstract: Introduction: In radiotherapy, tumors may move due to the patient's respiration, which decreases treatment accuracy. Some motion mitigation methods require measuring the tumor position during treatment. Current available sensors often suffer from time delays, which degrade the motion mitigation performance. However, the tumor motion is often periodic and continuous, which allows predicting the motion ahead. Method and Materials: A couch tracking system was simulated in MATLAB and five prediction filters selected from literature were implemented and tested on 51 respiration signals (median length: 103 s). The five filters were the linear filter (LF), the local regression (LOESS), the neural network (NN), the support vector regression (SVR), and the wavelet least mean squares (wLMS). The time delay to compensate was 320 ms. The normalized root mean square error (nRMSE) was calculated for all prediction filters and respiration signals. The correlation coefficients between the nRMSE of the prediction filters were computed. Results: The prediction filters were grouped into a low and a high nRMSE group. The low nRMSE group consisted of the LF, the NN, and the wLMS with a median nRMSE of 0.14, 0.15, and 0.14, respectively. The high nRMSE group consisted of the LOESS and the SVR with both a median nRMSE of 0.34. The correlations between the low nRMSE filters were above 0.87 and between the high nRMSE filters it was 0.64. Conclusion: The low nRMSE prediction filters not only have similar median nRMSEs but also similar nRMSEs for the same respiration signals as the high correlation shows. Therefore, good prediction filters perform similarly for identical respiration patterns, which might indicate a minimally achievable nRMSE for a given respiration pattern.
Introduction
In radiotherapy, some tumors in the thorax or abdomen move during the treatment. There are several approaches to cope with moving tumors, the conventional approach being the expansion of the target volume to be irradiated. The expansion ensures the radiation dose coverage of the tumor, but also leads to an increase of the radiation dose to the healthy tissue surrounding the tumor. In this study, we consider tumors that move due to the respiration of the patients.
Alternative approaches for these cases are gating, breathhold gating, and dynamic tracking [4] . In gating, the respiration is measured during treatment and only when the respiration is in a predefined window (e.g. respiration phase), the radiation beam is switched on. In breath-hold gating, the patient holds the breath for a given time interval and only then the beam is switched on. In dynamic tracking, either the beam source is moved [5, 9] , the beam itself is modified [3] or the patient is moved to compensate for the tumor motion [6] .
These approaches require monitoring the position of the tumor or a surrogate, which allows estimating the tumor position. Unfortunately, the sensors and actuators currently available often suffer from time delays, which substantially decrease effectiveness of tracking and gating. However, time delays can potentially be compensated by applying prediction filters, which exploit the periodicity and continuity of the respiration to predict the respiration signal ahead.
In literature, various prediction filter approaches were proposed, which range from classical signal processing to machine learning approaches like neural networks. However, comparisons between the studies of the prediction filters are difficult, because different respiration data were used or the time delays differed. Therefore, a selection of prediction filters from literature was implemented in this work and applied to various respiratory motion data. The resulting prediction data allows analyzing the performance behaviors of the prediction filters.
Method and materials

Simulation setup
The prediction filters to be investigated were implemented in MATLAB (The MathWorks Inc., Natick, MA, USA). The sampling frequency of all the signals were 25 Hz. The time delay to be compensated was samples corresponding to 320 ms.
Respiration data set
The respiration data set consists of 51 signals from different patients (median length: 103 s). The respiration data are smooth scalar signals with a sampling frequency of 25 Hz. The signals are not normalized and therefore, vary in their amplitude from 1.5 mm to 19 mm with a median of 8.3 mm. The respiration frequency varies from 0.1 Hz to 0.4 Hz with a median of 0.2 Hz. Additionally, the maximum absolute speeds that occur in each signal were estimated by finite differences and taking the 97 th percentile of the resulting absolute speed signal. The slowest maximum speed over the whole set is 2 mm/s and the fastest one is 22 mm/s (median of 8 mm/s). Analogously, the maximum absolute acceleration was estimated (90 th percentile) and the slowest one is 5 mm/s 2 and the fastest is 53 mm/s 2 (median of 13 mm/s 2 ).
Prediction filter
Five different prediction filters were implemented. In the following, all the prediction filters are described.
Linear filter
The linear filter (LF) is a sliding window linear regression , where is the signal vector consisting of the latest samples including the current sample , where is the current time step, and is the estimate of in time steps. The weights are determined by pairs of a row vector and a scalar using (1) . The row vector (training vector) consists of consecutive values of the respiration signal, while (training response) is the value of the respiration signal time steps ahead of the latest entry of .
(1)
Local regression
The local regression (LOESS) [8] prediction filter works similarly to the LF, but with additional steps before computing the weights. Only the training vectors most "similar" to the current signal vector are used for computing the weights. The "similarity" is the inverse of the Euclidean distance between two vectors. In addition to this selection, the training vectors are weighted by their similarity to the current signal vector. The training vector weighting formula is:
The scalar is the largest distance between the selected training vectors and the current signal vector. The training vectors are expanded into a training vector containing monomials up to a chosen order. For example a quadratic polynomial:
The selected and expanded training vectors are then used to determine the weight vector for the prediction . The weights are determined by: (4)
Support vector regression
The support vector regression (SVR) [2] prediction filter solves an optimization problem to find a function .
The main idea is to allow deviations of the function at the training data from the training response without increasing the optimization cost. Only when the deviation is above the threshold , the cost increases. In formulation (5), the function is linear. To achieve nonlinear functions, the data is transformed nonlinearly:
, where The transformation may be computationally intensive, however the so-called dual of the optimization problem (5) can be used to find
In the dual optimization problem, the training data only appear in an inner product , which can be replaced by a kernel function . The kernel function used here was . Then, the prediction is .
Wavelet least mean squares
The wavelet least mean squares (wLMS) [1] prediction filter works by wavelet decomposition up to a level . Apply the equations (6) times: (6) Then there are levels, which represent the original signal:
. Each level can be considered to be a signal on its own to be predicted ahead. Therefore, all levels are predicted ahead with the LF prediction filter method and the resulting predictions are then combined to a prediction of the original signal.
Neural networks
The neural network (NN) [7] prediction filter takes the current signal vector of length and passes each 
Analysis
The quality of the prediction filters was assessed by the normalized root mean square error (nRMSE), see (8) . The resulting values are dimensionless and show, how well the prediction filter mitigates the time delay. For the nRMSE results the Friedman-test was used. The post-hoc tests used the Scheffé method. 
Results
The nRMSE of all the prediction filters are shown in Figure  1 . The LOESS and the SVR showed higher medians than the LF, NN, and wLMS. Therefore, the prediction filters can be grouped into a high nRMSE group (LOESS, SVR) and a low nRMSE group (LF, NN, wLMS) . The Friedman-test showed that there was at least one significant difference ( in the median nRMSEs of the prediction filters. The post-hoc tests (Scheffé) only showed significant differences between the high nRMSE and the low nRMSE groups of prediction filters. The significant post-hoc tests p-values were all below 0.0001. The Pearson correlations of the nRMSE of the prediction filters are shown in Table 1 . All the correlations are positive. The smallest correlation occurs between the LOESS and the SVR, and the highest correlation between the LF and the wLMS.
Discussion
The NN showed the smallest variation of the low nRMSE group and, therefore, performed best on this respiration data set. The prediction filters generally show high positive correlations in their nRMSE. The high positive correlations between the low nRMSE prediction filters (see LF, NN, and wLMS in Table 1) show that if for a given respiration signal one prediction filter achieves a low nRMSE, the other prediction filters will also achieve a low nRMSE. Therefore, there are respiration signals that are easier than other respiration signals to be predicted for all prediction filters. This indicates either a general "predictability" of a respiration signal or to a similar working principle of the prediction filters.
However, it is not clear what characteristics of a respiration pattern influence the "predictability", therefore further research into the characteristics of respiration patterns and their connections to the performances of the prediction filters is needed. Therefore, a larger variety of prediction filters need to be implemented and to be applied to a larger database of respiration signals than used in the current study.
Finally, the approach could be inverted: the patient could be guided via visual respiration feedback or audio coaching such that the patient breathes with a high "predictability" pattern. In [10] , respiration data were divided up into three groups: 1) free breathing, 2) audio instruction, and 3) visual feedback. However, the authors found no difference of their prediction filter results between free breathing and their visual feedback pattern. Furthermore, this approach requires the patients to actively control their respiration in a compliant manner.
Conclusion
The performances of high performance prediction filters are similar for identical respiration signals. This indicates a general "predictability" of respiration signals, which needs to be investigated further. 
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